



Version of attached le:
Accepted Version
Peer-review status of attached le:
Peer-reviewed
Citation for published item:
Iqbal, Amjad and Al-Hasan, Muath and Ben Mabrouk, Ismail and Basir, Abdul and Nedil, Mourad and Yoo,
Hyoungsuk (2021) 'Biotelemetry and Wireless Powering of Biomedical Implants Using a Rectier Integrated
Self-Diplexing Implantable Antenna.', IEEE Transactions on Microwave Theory and Techniques, 69 (7). pp.
3438-3451.
Further information on publisher's website:
https://doi.org/10.1109/TMTT.2021.3065560
Publisher's copyright statement:
c© 2021 IEEE. Personal use of this material is permitted. Permission from IEEE must be obtained for all other uses, in
any current or future media, including reprinting/republishing this material for advertising or promotional purposes,
creating new collective works, for resale or redistribution to servers or lists, or reuse of any copyrighted component of
this work in other works.
Additional information:
Use policy
The full-text may be used and/or reproduced, and given to third parties in any format or medium, without prior permission or charge, for
personal research or study, educational, or not-for-prot purposes provided that:
• a full bibliographic reference is made to the original source
• a link is made to the metadata record in DRO
• the full-text is not changed in any way
The full-text must not be sold in any format or medium without the formal permission of the copyright holders.
Please consult the full DRO policy for further details.
Durham University Library, Stockton Road, Durham DH1 3LY, United Kingdom
Tel : +44 (0)191 334 3042 | Fax : +44 (0)191 334 2971
https://dro.dur.ac.uk
3438 IEEE TRANSACTIONS ON MICROWAVE THEORY AND TECHNIQUES, VOL. 69, NO. 7, JULY 2021
Biotelemetry and Wireless Powering of Biomedical
Implants Using a Rectifier Integrated
Self-Diplexing Implantable Antenna
Amjad Iqbal , Graduate Student Member, IEEE, Muath Al-Hasan , Senior Member, IEEE,
Ismail Ben Mabrouk , Senior Member, IEEE, Abdul Basir , Graduate Student Member, IEEE,
Mourad Nedil , Senior Member, IEEE, and Hyoungsuk Yoo , Senior Member, IEEE
Abstract— This article proposes an efficient and complete
wireless power transfer (WPT) system (WPTS) for multipurpose
biomedical implants. The WPTS is composed of a self-diplexing
implantable antenna, efficient rectifier, and WPT transmitter
(WPT Tx). The proposed system is capable of simultaneously
transmitting recorded data and recharging the batteries of the
devices (so as to elongate the implant life). The WPT Tx occupies
dimensions of 50 × 50 × 1.6 mm3 and is optimized to effectively
transfer power at 1470 MHz to a 55-mm deep implantable
device. An efficient and compact (3.4 × 6.7 mm2) rectifier is
used at 1470 MHz to convert the harvested RF power into a
useful direct current (dc) power. The proposed rectifier circuit
exhibits a high conversion efficiency of 50% even at an input
power of −14 dBm and maximum efficiency of 76.1% at 2 dBm.
The proposed self-diplexing implantable antenna occupies small
dimensions (9.4 mm3) and operates at 915 and 1470 MHz by
exciting ports 1 and 2, respectively. The biotelemetry operation is
performed using a 915 MHz band (port 1), and the rectifier circuit
is connected to port 2 (1470 MHz) to perform wireless powering.
The simulated results are validated by examining the individual
elements (WPT Tx, rectifier, and self-diplexing antenna) and
overall WPTS in a saline solution and minced pork. The results
prove that the proposed scheme is suitable for biotelemetry and
wireless powering of biomedical implants.
Index Terms— Biotelemetry, energy harvesting, implantable
antenna, medical implants, rectifier, wide input power range,
wireless power transfer (WPT).
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I. INTRODUCTION
IMPLANTABLE medical devices (IMDs) have emerged asan important part of biomedical engineering due to their
ability to monitor and treat impaired organs [1]. Modern
IMDs are mostly used in applications such as intracranial
pressure monitoring [2], intraoral tongue-drive systems [3],
cardiac pacemakers [4], [5], glucose monitoring [6], and
wireless capsule endoscopy [7]. IMDs are made to receive
and transmit biosignals from the impaired or underinvestigated
parts of the body. In fact, IMDs consist of different types of
electronics (batteries, sensors, and printed circuit board (PCB)
with surface-mounted devices (SMDs), and microcameras) and
RF components (rectifier and antenna). Conventionally, elec-
trochemical energy sources (batteries) and direct current (dc)
power supply through wires have been common sources for
power supply to IMDs [8]. The operational lifespan and size of
an IMD are completely dependent on the battery; nevertheless,
battery usage increases the temperature and overall dimensions
of the IMD, and patients must undergo undesired surgeries
to replace dead batteries [9]. As a result, driving IMDs with
dc wires may cause infection aches and pain in the impaired
organ [10]. To overcome these drawbacks, wireless power
transfer (WPT) has been recently recommended for seamlessly
and safely driving IMDs [11], [12].
In this area, WPT is considered as a remarkable approach
to charge and drive electronic components for a wide range of
applications, including those in biomedical engineering [13].
For example, the charging and driving of electronic compo-
nents in IMDs [14] and automobile batteries [15] via magnetic
resonance are studied in [16] and [17]. Other techniques,
such as near-field inductive coupling [18], [19] and capacitive
coupling [20], have also been used to drive electronic compo-
nents of IMDs. These techniques have been adopted in spinal
cord stimulators (SCSs), prosthetics, and cochlear implants.
However, several issues are associated with these techniques,
such as a small transfer distance, large receiver (Rx) coils,
and power leakages. Furthermore, the power transfer effi-
ciencies (PTEs) of these techniques depend on the sizes of
the transmitter (Tx) and Rx coils, and the separation and
misalignments between them. Recently, a multicoil Tx is
designed to address the misalignments between the Tx and
0018-9480 © 2021 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission.
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Fig. 1. Generalized block diagram of (a) WPT system with conventional dual-band antenna and (b) WPT system with proposed self-diplexing antenna.
Rx coils [21], [22]. In addition, WPT techniques include the
transmission of electromagnetic (EM) free-space radiation, and
midfield WPT for driving IMDs deep inside organs is also
studied [9]. The advantages of EM wave propagation for WPT
include an extensive distance coverage inside human tissue.
However, conventional field sources, such as antennas, cannot
provide suitable patterns for WPT, as they lack control over the
phase. Hence, patterned patches can initiate directed-fields by
controlling their phases [23], [24]. Chow et al. [24] magnified
the PTE of a midfield WPT by patterning EM fields inside the
human body.
A high-performance implantable antenna plays a signifi-
cant role in data transmission. These implantable antennas
are often integrated with a rectifier to drive the electronic
components of IMDs. Several studies have been reported
on implantable antennas for different applications [2], [7].
In [25], a rectifier-integrated quad-band implantable antenna
is designed for multitasking biomedical implants; one fre-
quency band is devoted to energy harvesting, and the rest
are used for data transmission and wakeup signaling. In [26],
a WPT system is presented for scalp-implantable devices.
It uses a dual-band antenna, WPT Tx, and rectifier. One
band (915 MHz) of the antenna is used for biotelemetry
and the other (1900 MHz) for wireless powering. In [27],
a dual-band implantable antenna is introduced for wireless
powering and wireless data telemetry; the antenna and rectifier
share a common ground. A dual-band implantable rectenna
is reported in [28] for far-field WPT. The simulated RF-dc
conversion efficiency of 42% is obtained for an input power
of −10 dBm. The antennas mentioned above are useful for
multiband or wideband operations. However, all of them
either transmit or receive data in all bands simultaneously,
where an external multiplexer is required for independent
transmission and reception in all bands through a single
antenna. It is obvious that the same antenna cannot operate
in dual-mode (as a transmitting antenna for data transmission
and as a receiving antenna for wireless powering). Therefore,
a highly isolated multiplexer circuit is required for dual-mode
operation. However, biomedical implants have minimal space,
and an additional multiplexer circuit increases the complexity
and size of the IMDs. Moreover, an additional multiplexer
circuit consumes power, which affects the overall performance
TABLE I
GENERAL COMPARISON OF THE CONVENTIONAL
AND PROPOSED WPT SYSTEMS
(transmission efficiency and battery life) of the IMDs. Fur-
thermore, managing different power levels at different bands
through one antenna is very difficult. When the WPT and data
telemetry bands are closer, the WPT suppresses the telemetry
band due to the receiving WPT power, which is much higher
than the transmission power of the implant [25]. To address
these issues, we introduced the concept of self-diplexing to
maintain compactness [29], [30] and to be operated in dual
modes (transmission and reception) simultaneously. Moreover,
there is no external circuitry (multiplexer circuit) required
in the self-multiplexing antennas. Therefore, compactness is
ensured. A generalized comparison of the proposed WPT sys-
tem with conventional WPT systems is illustrated in Table I.
The introduction of the self-diplexing approach (proposed
WPT system) has a significant impact on the whole IMD
system. It simplifies the overall structure and functionality of
IMDs, reduces the size of circuitry and extra-power consump-
tion, enhances the end-to-end transmission efficiency of the
system, and enhances the power transfer efficiency (compared
to [25]) by 2 dB (almost 37% improvement) due to high
isolation of telemetric and WPT ports.
The key issues in IMDs consist of real-time multitasking,
system complexity due to external multiplexers, power con-
sumption by the extra components of the device, and sup-
pression of adjacent bands in multiband biomedical implants.
To alleviate these issues, in this study, we introduced a concept
of self-diplexing antenna for the simultaneous biotelemetry
and wireless powering of biomedical implants. The complete
Authorized licensed use limited to: University of Durham. Downloaded on October 07,2021 at 13:11:02 UTC from IEEE Xplore.  Restrictions apply. 
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Fig. 2. Top, bottom, and side views of the proposed antenna (unit = mm).
WPT system consists of a WPT Tx and a rectifier-integrated
self-diplexing antenna, in which each of the two highly iso-
lated ports is assigned to a unique task. Initially, the WPT
Tx is designed at 1470 MHz, followed by a rectifier design
at the same frequency. The self-diplexing implantable antenna
(operating at 915 and 1470 MHz) is designed with one port
connected to a rectifier circuit, to convert the RF energy to
useful dc energy from the WPT at 1470 MHz. The second port
is connected to a Tx network to transfer the useful information
from the impaired organs to an on-body or far-away outside
receiver at 915 MHz. The main contributions of the proposed
work can be summarized as follows.
1) To the best of our knowledge, this is the first-ever
contribution that introduces the self-diplexing antenna
with an efficient system solution for both biotelemetry
and wireless powering in biomedical implants. The pro-
posed system does not require an additional multiplexing
circuit for the dual-mode operation, as shown in Fig. 1.
2) The proposed rectifier circuit exhibits a high conversion
efficiency (50% efficiency at a low input power of
−14 dBm and a peak efficiency of 76.1% at 2 dBm).
3) The receiving and transmitting channels have isolation
of better than 21 dB, despite a compact design with an
edge-to-edge distance of 0.0038λg1 (where λg1 is the
guided wavelength at the lower-frequency band).
II. DESIGN METHODOLOGY
A. Self-Diplexing Antenna Design
The layout (top, bottom, and side views) of the pro-
posed self-diplexing antenna is illustrated in Fig. 2. The
proposed self-diplexing antenna consists of two semicircular
patches with a common ground plane. Each radiating patch is
loaded with a shorting pin, open-ended rectangular slot, and
arc-shaped slot for operating the structure below its dominant
resonant mode. A patterned slot is loaded in the ground plane
to reduce the associated coupling between resonators. Both
radiators are closely placed with an edge-to-edge distance
of 0.0038λg1 (where λg1 is the guided wavelength at the lower
frequency band). Both radiating patches are excited with a
50- coaxial cable. A thin (0.13 mm) and high-dielectric
(εr = 10.2) material, i.e., Rogers RO 3010 (tan δ = 0.0022),
is used as a substrate and superstrate. The detailed design
procedure is presented in Section. II-A1.
1) Design Evolution: The design and optimization process
of the proposed antenna is shown in Fig. 3(a). The correspond-
ing reflections (S11 and S22) and transmission coefficients (S21)
Fig. 3. Design and optimization process of the antenna (a) design evolution
steps and (b) corresponding s-parameters.
are plotted in Fig. 3(b). The initial dimensions of the circular
patch were calculated using the following:





In the above, fres is the resonant frequency of the circular
radiating patch, εr is the substrate relative permittivity (10.2),
Rp is the radius of the circular patch, c is the speed of light
(with a numerical value of 3×108 m/s), and h is the thickness
of the substrate.
The circular patch was further centrally divided into two
semicircles separated by a 0.6-mm gap, and the semicircular
patches were excited asymmetrically using a 50- coaxial
probe. It can be seen that the antennas in the initial step
(Step 1) resonated at approximately 5 GHz, with the isolation
of 12.3 dB; however, they were not well matched. In Step 2,
shorting pins were placed at the edge of each radiator to shift
the operating bands toward the lower frequencies. As a result,
the antennas resonated at nearly 2.5 GHz, with the isolation
of 14.8 dB. Notably, the resonant frequency was shifted from
5 to 2.5 GHz, thereby achieving 50% miniaturization by
loading the shorting pins. Furthermore, in Step 3, centrally
opened arc slots were etched on the radiating patches, so as
to match the antenna and shift the resonant frequencies to
lower frequencies. In fact, the slots on the patches elongated
the current paths, resulting in antenna resonances at 935 and
1500 MHz (with adequate matching), respectively. The radiat-
ing slots induce an additional capacitance effect; thus, the res-
onant frequency shifted to the lower frequencies [31]. The
impact of the additional capacitance on the resonant frequency
Authorized licensed use limited to: University of Durham. Downloaded on October 07,2021 at 13:11:02 UTC from IEEE Xplore.  Restrictions apply. 
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Fig. 4. System architecture (a) capsule-type device for deep tissue implan-
tation and (b) flat-type device for skin implantation.
of the antennas can be understood based on the slow wave
phenomenon [32]. A combination of a series inductance (L◦)
and capacitance (C◦) represents an equivalent circuit of the
antenna, similar to an ideal transmission line [32]. Equation (2)
shows the relationship between the propagation velocity and
reactance (inductance and capacitance) of the antenna. It can
be observed that the propagation velocity is inversely propor-
tional to the reactance. The arc-shaped and rectangular slots
induced a capacitance effect, thus increasing the capacitance
value in (2). Therefore, the propagation velocity is reduced,
and a lower resonant frequency is achieved when the guided
wavelength is constant




= λg fres. (2)
Here, v p is the propagation velocity, L◦ is the total induc-
tance, C◦ is the total capacitance, c is the speed of light in
vacuum, λg is the guided wavelength, and fres is the resonant
frequency.
To further move the resonance to the desired lower bands
and improve the isolation, the ground plane was modified
by adding a symmetric patterned slot, as shown in Step 4.
The antenna resonated at 915 MHz with a 10-dB bandwidth
of 90 MHz (870–960 MHz) when port 1 was excited. Simi-
larly, the antenna resonated at 1470 MHz with a 10-dB band-
width of 108 MHz (1402–1510 MHz) when port 2 was excited.
In addition, the isolation of the resonators was better than
21 dB. In summary, in the optimization process, the antenna
resonant frequency was shifted from 5 GHz to 915 MHz
by introducing shorting pins and open-ended rectangular and
arc-shaped slots. In addition, the isolation was enhanced from
16 to 21 dB by modifying the ground plane. The higher
isolation between the ports makes it a self-diplexing antenna,
as shown in Fig. 3(b).
2) System Architectures (Flat- and Capsule-Type
Implantable Devices): Every IMD has a particular
implantation area and device architecture [4]. All types
of electronic and RF components are embedded in IMDs,
such as cameras, batteries, sensors, PCBs, and RF components,
such as antennas, filters, and rectifiers. In system-level studies,
most of the research works have only reported on capsule- or
Fig. 5. (a) Simulation setup and (b) fabricated prototype and measurement
setup.
flat-type devices. However, in this work, both architectures
are considered and studied. The system architectures of
the capsule-type (deep tissue implantation) and flat-type
(skin implantation) devices are shown in Fig. 4(a) and (b),
respectively. The capsule-type device is extensively used
for deep tissue implantation, such as capsule endoscopes
and leadless pacemakers, whereas the flat-type devices are
used for skin implantation, such as SCSs and deep brain
stimulators (DBSs). In this study, the capsule-type device has
overall dimensions of 52 ×π× 18 mm3, and the flat-type
device has overall dimensions of 10 × 18 × 3.5 mm3. Each
(capsule-type and flat-type) IMD consists of an antenna,
rectifier, batteries, sensors, and a PCB. Capacitors, inductors,
and resistors with various values were placed on the PCB
during the simulation. A 0.1-mm-thick biocompatible material
(εr = 9.8 and tan δ = 0.006) was used as a casing for both
IMDs. The containers of both devices were tightly closed
with epoxy to avoid liquid entering during the practical
measurements.
3) Simulation Environments and Measurement Setups:
A one-layer homogeneous skin model with dimensions of
110 × 110 × 50 mm3 was chosen for simulating the proposed
antenna in a full-wave EM simulator, as shown in Fig. 5(a).
The antenna was optimized for the desired frequencies inside
the capsule- and flat-type devices in the presence of the
batteries, sensors, rectifier, and PCB with SMDs. The electrical
properties of the skin model were set to be frequency-
dependent. The boundaries of the far-field radiation box (over-
all dimensions of 400 × 400 × 400 mm3) were kept at least
λ◦/4 (where λ◦ is the free-space wavelength calculated at
the lower resonant band at 915 MHz) from the edges of
Authorized licensed use limited to: University of Durham. Downloaded on October 07,2021 at 13:11:02 UTC from IEEE Xplore.  Restrictions apply. 
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the antenna. Subsequent to the successful optimization of
the antenna parameters for the desired frequencies, the pro-
posed self-diplexing antenna (in the capsule- and flat-type
devices) was simulated inside a realistic human model. The
flat-type device was embedded in a realistic human head (skin
implantation), and the capsule-type device was simulated in
the intestine (deep tissue implantation). The simulation of
the flat-type device was performed considering the practical
application of the intracranial pressure measurement, in which
the IMD is kept beneath the scalp. The simulation of the
capsule-type device was also performed in the human intestine
based on the capsule endoscopy, in which a capsule-encased
microcamera capture and transmits images from the digestive
system (esophagus, stomach, and intestine).
The simulated results (obtained in a homogeneous skin
model and heterogeneous realistic human head and intestine)
were further validated based on practical measurements. The
proposed self-diplexing implantable antenna was designed on
an ultrathin (0.13 mm) substrate of Rogers RO3010 with
εr = 10.2 and tan δ = 0.0022. The antenna was fabricated
using a chemical etching process, and the IMDs (capsule- and
flat-type devices) were printed using 3-D printing technology.
The PCBs inside the IMDs were printed on a commercially
available FR-4 laminate (εr = 4.4), and different types of
SMDs were soldered using a standard soldering process. The
IMD components (such as the antenna, rectifier, sensors,
batteries, and PCB) were packed carefully inside it, and the
lid/cap was closed with epoxy glue. The antenna performance
was measured in terms of the reflection and transmission
coefficients in minced pork and a saline solution, as illustrated
in Fig. 5(b). The fabricated antenna was connected with a
well-calibrated vector network analyzer (VNA) to measure
S11, S22, and S21. The radiation patterns were measured in
an anechoic chamber. The measuring system consisted of a
signal generator to power a high-gain horn antenna (acting as
a Tx antenna), the proposed antenna (operated as a receiving
antenna), and a spectrum analyzer. A distance of 1 m was
maintained between the Tx and Rx antennas. While measuring
the radiation patterns, one port of the antenna was connected
to the spectrum analyzer, while the other port was terminated
with a 50- load.
4) Simulated and Measured Results of Self-Diplexing
Implantable Antenna: Initially, the proposed self-diplexing
implantable antenna was simulated and optimized in the
homogeneous skin model to reduce the computational time.
The sensitivity of the antenna was performed by simulating it
in a human head and inside the intestine of a realistic human
phantom. The simulated S11, S22, and S21 were validated
by measuring the fabricated prototype in saline solution and
minced pork, as shown in Fig. 5(b). The simulated results in
the homogeneous skin model and realistic human model along
with the measured results in minced pork and saline solution
are shown in Fig. 6(a). Thus, the proposed antenna (simulated
and measured results) covered the desired frequency band
of industrial, scientific, and medical (ISM) frequency band
(915 MHz), when port 1 was excited, and the midfield band
(1470 MHz), when port 2 was excited. The lower frequency
band had a 10-dB bandwidth of 90 MHz, and the higher
Fig. 6. Simulated and measured antenna results. (a) Reflection coefficients
and mutual coupling and (b) radiation pattern in E- and H-planes at 915 and
1470 MHz.
resonant band had a 10-dB bandwidth of 108 MHz. Isola-
tion of more than 21 dB was observed between both ports.
The simulated and measured results showed good agreement.
Hence, the lower frequency band (915 MHz) could be used for
data communication with an on-body or distant Rx (acting as
a transmitting antenna). Port 2 of the self-diplexing antenna
was connected with an efficient rectifier for harvesting the
EM-radiated power from the WPT Tx at 1470 MHz (acting as
a receiving antenna). The receiving and transmitting channels
had isolation of more than 21 dB despite the compact design,
with an edge-to-edge distance of 0.0038λg1 (where λg1 is the
guided wavelength in the lower frequency band).
In order to evaluate the radiation performance of the
proposed self-diplexing antenna, the simulated and mea-
sured radiation patterns (E- and H-planes) are compared at
915 and 1470 MHz, respectively [see Fig. 6(b)]. The figure
reflects a good agreement between the simulated and mea-
sured results. The simulated (measured) gains of −24.62 dBi
(−25.2 dBi) were noted at 915 MHz when port 1 was excited,
and those of −18.3 dBi (−19.8 dBi) were noted at 1470 MHz
when port 2 was excited. From Fig. 7, it is evident that
the radiation patterns of the self-diplexing antenna at both
915 and 1470 MHz frequencies are omnidirectional-like. Due
to such radiation patterns, the proposed antenna can receive
and transmit data to any arbitrary base station around the
patient and receive power from all directions, without affecting
(or minimally affecting) the PTE due to misalignment.
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Fig. 7. E-fields distribution at 915 (when port 1 is excited) and 1470 MHz
(when port 2 is excited).
TABLE II
PARAMETERS FOR BIOTELEMETRIC RECEIVED POWER
The E-field distributions of the antenna are shown in Fig. 7,
which depicts the E-field distributions at 915 MHz when
port 1 was excited and at 1470 MHz when port 2 was excited.
At 915 MHz, the E-fields are quasi-evenly distributed on
the excited patch with maximum fields on the X+ and Y+
coordinates, and the E-field distributions on the ground plane
below the excited patch are more than that on the other side.
At 915 MHz, the E-fields are quasi-evenly distributed on
the excited patch with maximum fields on the X− and Y−
coordinates. The distribution of the field on the ground follows
the same pattern but on the opposite side, as for 915 MHz.
It is observed that nearly zero fields are coupled to the other
radiator when one radiator is excited, which further confirms
the high isolation between the radiators.
5) Evaluation of the Telemetric Performance of the
Self-Diplexing Antenna: Reliable communication is an essen-
tial factor in implantable biotelemetry. The implanted antenna
must transmit real-time recorded data. To confirm the per-
formance of the wireless telemetry of the proposed antenna,
we studied the transmission ability of the proposed antenna
theoretically and practically. The fundamental parameters for
studying the communication link are listed in Table I. In this
Fig. 8. Comparison of theoretical and measured link received powers.
scenario, the self-diplexing implantable antenna acted as a
transmitting antenna, and a monopole antenna acted as a
receiving antenna. The distance between the receiving and
transmitting antennas was varied to record the received power.
We used (4) to calculate the received power [33] as follows:
Pr (dBm) = Pt + Gt + Gr − L feed − Lpol − PL (3)











The elements of (4) are listed in Table II.
The practical implementation was performed by connecting
the implantable antenna with a transmitting software-defined
radio (SDR), and a monopole antenna with a gain value
of 2 dBi was connected to a receiving SDR, as shown in Fig. 8.
A narrow bandwidth signal of 20 MHz was generated through
a transmitting SDR and propagated through the implantable
antenna. The distance (d) between both antennas was var-
ied, and the received power was recorded. The implantable
antenna successfully communicated with the external Rx. The
theoretical and practical values of the received power were
compared, as shown in Fig. 8. The practical values agree with
the theoretical ones. The difference between both values is due
to environmental effects.
B. Wireless Power Transfer Transmitter
The purpose of the WPT Tx is to track and direct the
maximum power to the deep-tissue IMD. For this purpose,
a specific WPT Tx needs to be designed, i.e., one that
can direct its radiated power on mm-sized implants [23].
We designed our WPT Tx with a patterned patch and full
ground plane. The front, back, and side views of the proposed
WPT Tx are shown in Fig. 9. The WPT Tx was designed
on a commercially available FR-4 substrate (εr = 4 and
thickness = 1.6 mm) with overall dimensions of 50 × 50 ×
1.6 mm3. We assigned two ports on diagonals with a 180◦
phase difference, as the appropriate phase in multiport oper-
ation leads to direct radiation of power on the desired place.
We assigned only two ports with a 180◦ difference, as we were
considering static IMDs. In the case of moving IMDs, such
as leadless pacemakers and capsule endoscopy, a quad-port
Authorized licensed use limited to: University of Durham. Downloaded on October 07,2021 at 13:11:02 UTC from IEEE Xplore.  Restrictions apply. 
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Fig. 9. Schematic (top, bottom, and side views) of the proposed WPT
transmitter.
operation with diverse phase combinations is required to track
and direct the radiated power to the IMD.
The simulation setup of the WPT Tx is different from
that of free-space antennas, as shown in Fig. 10(a). We kept
the WPT Tx at a distance of 5 mm from the homoge-
neous skin model and faced the WPT Tx patch toward the
deep-tissue IMD. The IMD was placed deep inside (55-mm
deep) the homogeneous skin model. The mismatch between
the permittivity of the air (low permittivity) and that of
the skin (high permittivity) caused power leakage. Different
approaches have been suggested to minimize such power
leakages. Such approaches include flexible and conformal
surfaces [12], passive patches [28], negative-μ metamaterial
[34], [35], and a high-dielectric-constant matching layer [25].
A high-dielectric-constant matching layer is used to minimize
the power leakage and enhance the PTE. A matching layer
with high permittivity was designed on the outer side of the
homogeneous skin model to improve the received power. The
total gap between the IMD and WPT Tx was 60 mm. The WPT
Tx was optimized at 1470 MHz in this setup. The sim-
ulation and measured results showed a wideband response
(1250–1680 MHz), as shown in Fig. 10(c). The optimized
WPT Tx was fabricated on an FR-4 substrate using a chemical
etching process, and “subminiature version A” (SMA) connec-
tors were soldered at designated places.
The measured results of the WPT Tx were obtained by
placing the IMD deep inside the minced pork; WPT Tx was
also placed outside the container filled with minced pork. The
WPT Tx was connected with a power divider to provide equal
amplitude signals to both ports but with a phase difference
of 180◦. The measurement setup and fabricated WPT Tx
prototype are shown in Fig. 10(c). Fig. 10(b) shows the
surface current distribution of the WPT Tx at 1470 MHz
when two ports were excited with equal magnitude and a 180◦
phase difference. Our proposed WPT Tx has all the desired
characteristics for coupling the current density with the human
tissue (as suggested in [36]). The phase difference between the
ports can be used to control the beamwidth and directivity,
as shown in Fig. 11. The phase difference can be adjusted to
direct the beam from WPT Tx to IMD in order to minimize
the misalignment effects. It is worth mentioning here that we
are considering a static implant with a minimal misalignment
factor. Therefore, a small change in beamwidth and directivity
is enough for power transfer. However, in the case of moving
Fig. 10. (a) Simulation setup and (b) surface current distribution of the WPT
Tx at 1470 MHz when two ports were excited with equal magnitude and 180◦
phase difference and (c) simulated and measured reflection coefficient of WPT
TX, fabricated prototype, 1-g SAR results, and measurement setup.
IMDs, such as leadless pacemakers and capsule endoscopy,
a quad-port operation with diverse phase combinations is
required to track and direct the radiated power to the IMD [9].
On the other hand, the specific absorption rate (SAR)
analysis is a critical part of ensuring human safety. Therefore,
the radiation in the vicinity of the human body is regulated
by IEEE and the International Commission on Non-Ionizing
Radiation Protection (ICNIRP), so as to not exceed certain
SAR limits (1.6 W/kg averaged over 1 g and 2 W/kg averaged
over 10 g of tissue, respectively). We evaluated the safety
of our system in terms of 1-g SAR at both frequencies
(915 and 1470 MHz). Hence, on the implant side, the antenna
was transmitting at 915 MHz, whereas, at 1470 MHz, it acted
as receive-only for the WPT. Therefore, a 1-g SAR analysis for
the implantable self-diplexing antenna was conducted inside
torso and head models at 915 MHz, as shown in Fig. 12.
However, at 1470 MHz, the 1-g SAR was analyzed for the
WPT Tx. This is because, at this band, the implantable antenna
is passive, while the WPT Tx is radiating. As shown in Fig. 12,
the peak values of the 1-g SAR in the torso and head models at
915 MHz were 331.4 and 295.2 W/kg, respectively. The peak
SAR in the head was lower than that in the torso because the
antenna implantation depth was much lower than that in the
torso; thus, less EM energy was absorbed by the tissue. For the
WPT Tx transmission mode at 1470 MHz, the maximum SAR
value of 0.17 W/kg, as averaged over 1-g tissue, was noted at
1470 MHz, as shown in Fig. 10(c). All of these SAR values
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Fig. 11. Radiation pattern of the WPT Tx at 1470 MHz with different phase
differences.
Fig. 12. SAR distributions averaged over 1-g of tissue in human torso and
head anatomical models. (a) Coronal and sagittal distributions of 1-g SAR in
man torso, (b) Sagittal 1-g SAR distribution on head anatomical model, and
(c) SAR distribution of WPT transmitter.
were calculated when 1 W of power was provided to each
port. As the maximum allowable radiated power of the medical
implants is limited to 25 μW by ICNIRP, the allowable power
computed from the peak SAR are higher, which confirms that
the antenna is safe even if it radiates up to 4.5 mW in the
abdomen and 5.4 mW in the head, respectively. Moreover,
the proposed WPT Tx is safe even if the supplied power is
9.4 W (under the 1-g tissue guidelines).
C. Rectifier Circuit Design
A rectifier circuit converts RF energy to suitable dc energy
that can be used to charge and drive deep-tissue IMDs. A rec-
tifying circuit consists of a rectifying topology, load, and input
and output filters. IMDs require a low-powered and efficient
rectifier circuit to drive or charge the electronic components.
In this study, the rectifier circuit is designed in the Keysight
ADS, as shown in Fig. 13. The main aim of rectifier circuit
design was to maximize the power transfer to the rectifier
circuit by minimizing the return loss and enhancing the RF-dc
conversion efficiency. The rectifier circuit was excited with a
50- input impedance to provide simple and easy integration
of the self-diplexing implantable antenna in the later stage.
The reflection coefficient was determined using the following:
	 = Z in − Z◦
Z in + Z◦ (5)
where 	 is the reflection coefficient of the rectifier, Z in is
the input impedance of the rectifier, and Z◦ = 50 is the
source impedance [see Fig. 13(b)]. The maximum power will
be transferred to the rectifier circuit if the source impedance
(50 ) is the same as the rectifier impedance.
Fig. 13. (a) Complete schematic and fabricated prototype of the rectifier
and (b) equivalent circuit of the rectifier (L1 = 22 nH (parasitic resistance =
2.85, quality factor = 9, and part number = LQP03TG22NH02), L2 =
4 nH (parasitic resistance = 0.40, quality factor = 10, and part number =
MHQ0402PSA4N0BT000), R = 2 k, and C = 12 pF).
The RF-dc conversion efficiency shows the ability of a




× 100% = V
2
Pin × RL × 100%. (6)
Here, η(%) is the RF-dc conversion efficiency (η RF-dc in
percentage), Pout is the output dc power of the rectifier, Pin is
the input power to the rectifier (received power by Rx from the
WPT Tx), V is the output dc voltage, and RL is the resistive
load.
A schematic of the proposed rectifier circuit is shown
in Fig. 13. The HSMS-2852 diode was selected, as it offers
a fast switching operation. The matching between the input
source and rectifier was optimized through a series inductor
(L1) and short-circuited stub. An inductor (L2) is shunted at
the circuit’s input for the dc return path. A shunt-mounted
capacitor (C) is used as an output filter, and a resistor (R)
is used as a load. The HSMS-2852 diode is suitable for
low-powered applications, as it has a low junction capac-
itance (C) and minimum sensitive voltage [38], [39]. The
operating frequency ( f◦) and input voltage (Vin) regulate the
value of C.
The proposed rectifier was designed using a unique
second-order L-section matching network comprising two
inductor elements: L1 and L2. For a proper matching network,
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Here, Rin = rectifier input resistance, Rant = source resistance







To determine the value of L2, we use the main relationship
for the quality factor as the ratio of the imaginary part to the
















+ jωo X in+ 1Rin
)
= ωo Rin(L2 + X in). (9)
In the above, X in = reactive component of the rectifying
circuit operating at an angular frequency ωo. The inductance






− X in. (10)
The L-section inductor L1 is computed from the parallel
to the series transformation and by equating the equivalent





+ jωo L2 + 1
jωo X in
(
1 + Q2) = 0. (11)









The optimization of the proposed schematic was performed
in Keysight ADS, in consideration of the two goals for max-
imum power transfer to the rectifier circuit, i.e., minimizing
the return loss and enhancing the RF-dc conversion efficiency.
Each parameter, including the microstrip traces and lumped
element values, was tuned to achieve the desired results.
The optimized parameters are provided in Fig. 13. A thin
(0.625 mm) and high dielectric constant (εr = 10.2) material
comprised of Rogers RO 3010 (tan δ = 0.0022) was used as
a substrate in the rectifier.
The optimal load resistance of the rectifier was analyzed
by sweeping load resistance (R). Fig. 14 shows the RF-dc
conversion efficiency as a function of load resistance (R) for
different input powers. It can be noted from the figure that
RF-dc conversion efficiency is dependent on the load resis-
tance (R). The efficiency of the rectifier increased until 2 K
and then dropped down for higher values. It can be observed
that the efficiency of the rectifier is always higher at 2 K
for different input power values; thus, this is the optimal load
resistance for the rectifier. Furthermore, it is worth mentioning
here that the RF-dc conversion efficiency of the rectifier was 72
% at the load resistance of 13 K when the input power was
2 dBm. Therefore, the proposed rectifier is a suitable choice
for a power management unit (PMU) whose resistance is high
(typically around 10 k).
Fig. 15 shows the return loss and impedance of the rectifier
as a function of frequency. It operates at 1470 MHz with a
Fig. 14. Maximum RF-dc conversion efficiency at corresponding input power
at different load resistances.
Fig. 15. Impedance (real and imaginary parts) and return loss of the rectifier
as a function of frequency.
Fig. 16. Simulated reflection coefficient as a function of input power, and
simulated and measured RF-dc efficiency.
10-dB bandwidth of 108 MHz (1420–1528 MHz). Fig. 16
plots the reflection coefficient against the varying input power.
As shown, the proposed rectifier has sufficient impedance
matching over a wide range of input power. The reflection
curve is lower than −10 dB for the input power ranging from
−28 to 5 dBm. The RF-dc conversion efficiency (as a function
of the input power) is shown in Fig. 16. We used (6) to
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Fig. 17. DC output voltage across the load (2 k and 10.9 k) as a function
of input power.
determine the measured RF-dc conversion efficiency. While
measuring the performance of the rectifier circuit, the input
port of the rectifier was connected to a signal generator, and
the output was connected to a digital multimeter (DMM).
We placed the rectifier inside the IMD below the antenna,
and the IMD was kept deep inside the minced pork, as shown
in Fig. 17. Different values of input power were generated
through the signal generator, and the output was analyzed
through DMM. It can be seen that the RF-dc conversion
efficiency is better than 50% for a wide range of input power
(from −14 to 5 dBm). Hence, the proposed rectifier circuit
exhibited high conversion efficiency (50% efficiency even at
a low input power of −14 dBm and peak efficiency of 76.1%
at 2 dBm). The capability to sense low input power and
the high RF-dc conversion efficiency (>50% efficiency from
−14 to 5 dBm) makes this rectifier a suitable candidate for
low-powered communication devices, such as IMDs. The dc
output voltage across the load (2 k and 10.9 k), as a
function of the input power, is shown in Fig. 17. The simu-
lated results agree well with the measured ones. Furthermore,
reverse diode current was found to be −3.5 mA at an input
power of 3 dBm (saturation voltage of 1.47 V).
III. RESULTS AND DISCUSSION
Initially, each component of the WPT system (self-diplexing
implantable antenna, a rectifier circuit, and WPT Tx)
was separately optimized and experimentally validated.
The self-diplexing implantable antenna was designed for
915 and 1470 MHz. The antenna was integrated into IMDs
(capsule-type and flat-type). The antenna performance was
analyzed in a homogeneous skin model and in a realistic
human head and intestine. The S-parameters of the antenna
were measured in the minced pork and saline solution, whereas
the radiation pattern was measured only in the minced pork
because to easily handle the setup inside the anechoic chamber.
A WPT Tx was designed in the next step. We kept the WPT
Tx at a distance of 5 mm from the homogeneous skin model
and faced the WPT Tx patch toward the deep-tissue IMD.
The total gap between the IMD and WPT Tx was 60 mm.
In this step, the antenna inside the IMD was not excited;
Fig. 18. Simulated (solid line) and measured (dashed line) s-parameters of
WPT Tx (S11) and self-diplexing implantable antenna (S22).
only the WPT Tx was excited (simulation). The measured
results from the WPT Tx were obtained by placing the WPT
Tx outside of the container containing the minced pork. The
WPT Tx was connected with a power divider to provide equal
amplitude signals to both ports but with a phase difference
of 180◦. Then, a cosimulation of the self-diplexing implantable
antenna and WPT Tx was performed. We kept the WPT Tx at a
distance of 5 mm from the homogeneous skin model and faced
the WPT Tx patch toward the deep-tissue IMD. The IMD
was placed deep inside (55-mm deep) the homogeneous skin
model. A matching layer with a high permittivity was designed
on the outer side of the homogeneous skin model to improve
the received power. The simulated and measured results of
WPT Tx and self-diplexing antenna are given in Fig. 18.
Initially, the WPT system (WPTS) was evaluated without the
matching layer (Rogers 3010, dielectric constant = 10.2);
S11 and S22 were well-matched. In this case, S21 of the system
was −26.2 dB at 1470 MHz. A major part of the power was
reflected back to the WPT Tx due to the dielectric mismatch,
which significantly reduces the PTE (PTE is dependent on the
value of S21). Finally, in order to maintain minimum dielectric
mismatch, a matching layer was introduced over the human
body. The S21 value was increased from −26.2 to −19.7 dB
(increase of 6.5 dB); thus, the PTE was enhanced from 0.2% to
1.07%. Moreover, the matching layer has no significant effect
on S11 and S22 of the WPTS. However, it slightly increases the
SAR and temperature of the human body. The matching layer
increases the E-field penetration, which causes an increase in
the SAR and temperature value. The SAR value increased
from 0.11 to 0.17 W/Kg, and the temperature rise increased
from 0.423 to 0.61 ◦C. The slight increase in SAR and body
temperature is negligible as both values lie within the specified
limits (SAR ≤ 1.6 W/Kg and temperature rise ≤ 2 ◦C).
Table IV lists the performance comparison with and without
the matching layer. As shown, the simulation and measured
results are matched. While measuring, the WPT Tx was placed
on the side of the container containing the minced pork, and
the IMD was placed deep inside the minced pork. The WPT Tx
was connected with power divider to provide equal amplitude
signals to both ports but with a phase difference of 180◦,
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TABLE III
COMPARISON OF THE PROPOSED WPT SYSTEM WITH THE PUBLISHED LITERATURE
TABLE IV
COMPARISON OF THE WPTS PARAMETERS WITH AND
WITHOUT THE MATCHING LAYER AT 1470 MHZ
and one port of the self-diplexing implantable antenna was
connected to a network analyzer. The PTE of the WPT sys-
tem was evaluated through S-parameters using (13)–(14) [41].
Equation (14) is widely used to determine the maximum PTE
of the WPT systems. As shown in Fig. 18, the proposed
WPT Tx has S11 less than −18 dB at the targetted frequency
of 1470 MHz. The S11 curve shows the reflected power from
the WPT Tx toward the port, and S11 being less than −18 dB
assures that more than 99% of the power was radiated by
the WPT Tx. The S11 term in (13) was ignored because of
sufficient impedance matching, and thus, we calculated our
PTE using (14) [25]. The simulated (measured) S21 value of
the WPT system was −19.7 dB (−20.4 dBi) at 1470 MHz,
as shown in Fig. 18. The simulated (measured) maximum




1 − |S11|2 (13)
PTE = |S21|2 (14)
where |S11| is the reflection coefficient of the WPT Tx,
and |S21| is the transmission coefficient between WPT Tx
and self-diplexing implantable antenna. Moreover, the effi-
ciency of overall WPTS can be evaluated by multiplying the
WPT efficiency (PTE) with the rectifier efficiency (η RF-dc )
using (15) [42]. The overall efficiency of the WPTS is 0.81%
for the input power of 0 dBm
ηsys = |S21|2 × η RF-dc . (15)
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To demonstrate the wireless powering capability of the WPT
Tx system, Port 2 of the self-diplexing implantable antenna
was connected to the proposed rectifier using a 50- SMA
connector. The output voltages at 1470 MHz at different power
levels were measured. The implantable antenna, integrated
with the rectifier circuit along with the necessary components
of IMD, was enclosed in a casing of the IMD. The IMD
was placed deep inside the container containing the minced
pork. The matching layer was placed on the side of the same
container. The WPT Tx was placed on the side of the container
containing the IMD deep inside the minced pork. The WPT Tx
was connected to a power divider to provide equal amplitude
signals to both ports but with a phase difference of 180◦. One
port of the WPT Tx was connected with a signal generator to
transfer different levels of power to WPT Tx at 1470 MHz.
A DMM was connected at the output of the rectifier to record
the output voltage.
A dc–dc boost converter (BC) and power management
unit (PMU) are required in real applications to regulate and
transfer dc power to electronic and storage devices, such as
batteries and sensors. It is known that the voltage obtained
from the rectenna is unstable. Therefore, we need a compact
BC and PMU before supplying dc power to the components
in the IMD. We selected the PMU module BQ25570 (Texas
Instruments): this PMU module has an input impedance
of 10.9 k and requires a starting current of approximately
330 nA, the voltage of 330 mV, and the input power of 10
μW. In view of the input impedance of the PMU module,
we changed the load impedance to 10.9 k; the other rectifier
components remained unchanged. The output voltage of the
rectifier as a function of the input impedance at the load
of 10.9 k is shown in Fig. 17. At −10 dBm, the dc voltage
is equal to 588 mV, and the current is equal to 53.96 μA.
Our proposed rectifier integrated self-diplexing antenna fulfills
the PMU requirement, and thus, the boost converted may be
self-started.
A comprehensive comparison between the proposed WPT
system and existing WPT systems is presented in Table III.
It is obvious that the proposed system has clear advantages
over existing systems due to its ability to simultaneously
manage biotelemetry and wireless powering. The conventional
implantable antennas can either transmit or receive data in
all bands at the same instance, and an external multiplexer
is required for independent transmission and reception in
all bands. IMDs have minimal space, and an additional
multiplexer increases the complexity and size. Our proposed
self-diplexing antenna can simultaneously operate in dual
modes (transmission and reception). In addition, there is no
external circuitry (multiplexer circuit) required in our pro-
posed self-diplexing antenna, and thus, the compactness is
maintained.
IV. CONCLUSION
In this article, a novel WPT system was proposed by intro-
ducing a self-diplexing antenna system to medical implants.
A compact semicircular self-diplexing antenna was designed
at 915 and 1470 MHz. The patch operating at 1470 MHz was
connected to the rectifier circuit for harvesting EM waves from
the WPT Tx at 1470 MHz. Compared to the reported antennas
in the literature, the self-diplexing implantable antenna can
transfer data and harvest the power radiated by on-body WPT
Tx simultaneously without using extra multiplexing, circulator,
and filter circuits. The IMD, consisting of a self-diplexing
antenna and rectifier, was evaluated in a realistic human head
and intestine. Moreover, the simulated results were verified by
measuring the IMD in the minced pork and saline solution.
The WPT Tx was optimized at 1470 MHz. Each component
of the WPT system was individually measured to verify the
simulated results. As a system, the WPT system was measured
by placing an IMD deep in the container containing minced
pork, and the WPT Tx was placed on the side of a container
containing the IMD deep inside the minced pork. Considering
the real applications, analyses were carried out and success-
fully verified by considering the BQ25570 module as the
PMU. It is concluded that the proposed system simplifies the
implantable device and is capable of simultaneously transfer-
ring data from impaired organs and powering the electronic
components in IMDs.
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